The study describes development of a glycan biosensor for detection of a tumor-associated antibody. The glycan biosensor is built on an electrochemically activated/oxidized graphene screen-printed electrode (GSPE). Oxygen functionalities were subsequently applied for covalent immobilization of human serum albumin (HSA) as a natural nanoscaffold for covalent immobilization of Thomsen-nouvelle (Tn) antigen (GalNAc-O-Ser/Thr) to be fully available for affinity interaction with its analyte-a tumor-associated antibody. The step by step building process of glycan biosensor development was comprehensively characterized using a battery of techniques (scanning electron microscopy, atomic force microscopy, contact angle measurements, secondary ion mass spectrometry, surface plasmon resonance, Raman and energy-dispersive X-ray spectroscopy). Results suggest that electrochemical oxidation of graphene SPE preferentially oxidizes only the surface of graphene flakes within the graphene SPE. Optimization studies revealed the following optimal parameters: activation potential of +1.5 V vs. Ag/AgCl/3 M KCl, activation time of 60 s and concentration of HSA of 0.1 g L −1 . Finally, the glycan biosensor was built up able to selectively and sensitively detect its analyte down to low aM concentration. The binding preference of the glycan biosensor was in an agreement with independent surface plasmon resonance analysis. cellular properties involving cell proliferation, differentiation, transformation, migration, invasion, apoptosis, and immune responses.
Introduction
The surface of every living cell is decorated with a compact layer of complex carbohydrates (glycans) adhered to a cell membrane. Thus, for an elementary understanding of biology it is important to get a detailed knowledge about the functions of glycans [1, 2] . Over 50% of all proteins in organisms are modified by glycosylation and such a post-translational modification is crucial for regulation of many cellular processes. Glycans are built-up step-by-step using an enzymatic addition of carbohydrate building blocks to proteins/lipids [3] . Aberrant glycosylation is associated with many electrodes (GSPE) oxidized by potentiostatic activation to design glycan biosensor for detection of a tumor-associated antibody.
Materials and Methods

Chemicals
Potassium hexacyanoferrate (II) trihydrate, N-hydroxysuccinimide (NHS), N-(3-dimethylaminopropyl)-N -ethylcarbodiimide hydrochloride (EDC), phosphate buffered saline tablet (PBS, one tablet dissolved in 200 mL of deionized water (DW) yields 0.01 M phosphate buffer, 0.0027 M potassium chloride and 0.137 M sodium chloride, pH 7.4, at 25 • C), KH 2 PO 4 , K 2 HPO 4 , TWEEN 20, lectin from Dolichosbiflorus (DBA), Concanavalin A (Con A) and human serum albumin (HSA), were of ≥99% purity or p.a. grade and were purchased from Sigma Aldrich (St. Louis, MO, USA).
Antibody GOD3-2C4 (2C4), a mouse IgG1κ antibody not cross-reacting with the GalNAc-β-O epitope or the blood group A antigen and specific to both synthetic Tn antigens and mucin-associated Tn antigen, was produced using a procedure as published by Jansson and co-workers [33] . Antibody GOD3-2C4 binds to the Tn antigen expressed by cancer of breast, colon, lung, ovary, and pancreas and was the first anti-Tn antibody showing anti-tumor activity on a solid tumor in-vivo [33] and recently the antibody was applied to identify possible carrier of the Tn antigen in samples from patients having breast cancer [15] . Binding specificity towards various glycans, glycoprotein and proteins showed no binding of GOD3-2C4 antibody to BSA or HSA proteins with a biospecific binding towards the Tn antigen [33] . The Tn antigen (GalNAcα1-O-serine) was provided from Carbosynth (Newbury, UK). The Tn-BSA (Tn antigen conjugated to bovine serum albumin) conjugate for Surface Plasmon Resonance (SPR) experiments was purchased from GLYcoDiag (Orléans, France).
All solutions and buffer components were freshly prepared in 0.055 µS cm −1 ultrapure deionized water (DW) and filtered prior to use using 0.2 µm sterile filters. HSA was dissolved in 10 mM PBS solution with pH 7.4 and 0.05 % TWEEN 20. The Tn antigen was dissolved in 10 mM PBS solution with pH 7.4, both solutions were prepared at concentration of 1 mg mL −1 and were stored at −20 • C in aliquots.
Electrode Pretreatment
First, the surfaces of bare graphene screen-printed electrodes (GSPEs, d = 4 mm, DropSens, Llanera, Spain) were potentiostatically activated. Chronoamperometry was chosen as an activation procedure. We started with optimization of an activation time and potential. Three different time intervals (30 s, 60 s and 90 s) in combination with two different potential values (+1.5 V and +1.7 V) were examined [34] . The process was carried out in three-electrode electrochemical cells with an Ag/AgCl/3 M KCl reference and a counter Pt electrode (Bioanalytical Systems, West Laffayette, IN, USA) using phosphate buffer (50 mM, pH 6.0). The actual measurement was carried out by a laboratory potentiostat/galvanostatAutolab PGSTAT 302N (Ecochemie, Utrecht, The Netherlands). Measurements were run under Nova Software 1.10.
The Glycan Biosensor
After electrochemical activation step, working surfaces of GSPEs were washed with DW. Free (electro)activated carboxyl groups were activated with 40 µL solution of 200 mM EDC and 50 mM NHS mixed at a ratio of 1 + 1 just prior immobilization (solution of EDC and NHS were previously prepared in DW and stored separately at −80 • C in aliquots) for 12 min [35] . After this chemical activation, the electrodes were washed with DW. The next step was an incubation of surfaces with HSA (10 −5 −10 −1 mg mL −1 dissolved in PBS with 0.05% TWEEN 20) for 15 min. After immobilization of HSA, the protein was activated with 40 µL solution of 200 mM EDC and 50 mM NHS at a ratio of 1+1 for 12 min and then the activated surface was incubated with the Tn antigen (100 µM) for 15 min. The HSA and glycan immobilization were performed at a room temperature.
Differential Pulse Voltammetry (DPV) Measurement
DPV was measured in an electrolyte containing 5 mM potassium hexacyanoferrate (II) trihydrate and 0.01 M PBS, pH 7.4. The parameters applied for the differential pulse voltammetry were as follows: 60 s accumulation time at 0.2 V, 50 ms modulation time, 0.5 s interval time, 25 mV modulation amplitude, and 5 mV step. Measurements were run under Nova Software 1.10 (Ecochemie,). The results were presented in a form i vs. E plot where a peak height was compared and analyzed ( Figure 1b ) for analyte (lectin or GOD3-2C4 antibody) concentration typically from 9 aM up to 9 pM. The biosensor exhibits saturation of the response signal at concentrations higher than 9 pM ( Figure S1 ). Each analyte was measured at least in triplicate on three independent biosensor devices (electrodes) and results are shown with a standard deviation (±SD) or relative standard deviation (RSD) calculated in Excel. It is worth noting that such RSDs are not relative standard errors of analyte detection, but rather represent reproducibility of the biosensor construction, since each calibration curve was constructed by an independent biosensor device. Measurements of a particular analyte were performed on the same day. See the Electronic Supporting Material (ESM) file for other characterization tools applied in the study. HSA, the protein was activated with 40 μL solution of 200 mM EDC and 50 mM NHS at a ratio of 1+1 for 12 min and then the activated surface was incubated with the Tn antigen (100 μM) for 15 min. The HSA and glycan immobilization were performed at a room temperature.
DPV was measured in an electrolyte containing 5 mM potassium hexacyanoferrate (II) trihydrate and 0.01 M PBS, pH 7.4. The parameters applied for the differential pulse voltammetry were as follows: 60 s accumulation time at 0.2 V, 50 ms modulation time, 0.5 s interval time, 25 mV modulation amplitude, and 5 mV step. Measurements were run under Nova Software 1.10 (Ecochemie,). The results were presented in a form i vs. E plot where a peak height was compared and analyzed ( Figure  1b ) for analyte (lectin or GOD3-2C4 antibody) concentration typically from 9 aM up to 9 pM. The biosensor exhibits saturation of the response signal at concentrations higher than 9 pM ( Figure S1 ). Each analyte was measured at least in triplicate on three independent biosensor devices (electrodes) and results are shown with a standard deviation (±SD) or relative standard deviation (RSD) calculated in Excel. It is worth noting that such RSDs are not relative standard errors of analyte detection, but rather represent reproducibility of the biosensor construction, since each calibration curve was constructed by an independent biosensor device. Measurements of a particular analyte were performed on the same day. See the Electronic Supporting Material (ESM) file for other characterization tools applied in the study. 
Results and Discussion
The glycan biosensor was developed in three consecutive steps: 1. Activation of GSPE by an anodic potential; 2. Covalent immobilization of HSA on activated surface of GSPE electrode and 3. Covalent attachment of Tn antigen on HSA layer (Figure 1a ).
Optimization of Construction of the Glycan Biosensor
Electrode Activation
The first parameter, which was optimized was the process of electrode surface activation by application of an anodic potential (+1.5 V and +1.7 V vs. Ag/AgCl/3 M KCl) for defined time (30 s, 60 s and 90 s). There are two reasons for oxidation of graphene surface. The first one is deposition of oxygenated functional groups like -COOH for covalent attachment of HSA as a natural nanoscaffold 
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The first parameter, which was optimized was the process of electrode surface activation by application of an anodic potential (+1.5 V and +1.7 V vs. Ag/AgCl/3 M KCl) for defined time (30 s, 60 s and 90 s). There are two reasons for oxidation of graphene surface. The first one is deposition of oxygenated functional groups like -COOH for covalent attachment of HSA as a natural nanoscaffold for subsequent immobilization of the Tn antigen. The second reason is to prevent denaturation of HSA after interaction with graphene surface and to prevent exposure of hydrophobic parts of the protein backbone after denaturation, what can induce non-specific binding of proteins from complex matrices [32] . The results suggest that at an oxidation potential of +1.5 V vs. Ag/AgCl/3 M KCl, the highest sensitivity of −(0.75 ± 0.05) % M −1 for DBA lectin detection was observed after application of the potential for 60 s (Figure 2a ). When the GSPE was activated by the anodic potential of +1.7 V vs. Ag/AgCl/3 M KCl, again the optimal time of oxidation was 60 s with the sensitivity of the DBA detection of −(1.47 ± 0.2) % M −1 (Figure 2b) , representing an increase of the biosensor sensitivity 2-fold. In order to prepare the glycan biosensor in a robust way, for further work an activation potential of +1.5 V applied for 60 s was selected since the biosensor based on activation at +1.5 V for 60 s offered RSD of 6.7% (Figure 2a ), while the biosensor built-up on activation at +1.7 V for 60 s offered RSD of 13.6% (Figure 2b ). 5 Ag/AgCl/3 M KCl, again the optimal time of oxidation was 60 s with the sensitivity of the DBA detection of −(1.47 ± 0.2) % M −1 (Figure 2b ), representing an increase of the biosensor sensitivity 2fold. In order to prepare the glycan biosensor in a robust way, for further work an activation potential of +1.5 V applied for 60 s was selected since the biosensor based on activation at +1.5 V for 60 s offered RSD of 6.7% (Figure 2a ), while the biosensor built-up on activation at +1.7 V for 60 s offered RSD of 13.6% (Figure 2b ).
Modification of the Electrode by HSA
The other parameter which was optimized during the glycan biosensor preparation was the concentration of HSA applied for electrode modification. The results suggest that the ability of the glycan biosensor to detect DBA lectin increased with an increased concentration of HSA applied for electrode surface patterning almost in a linear fashion ( Figure 2c ). The highest sensitivity of −(2.30 ± 0.35) % M −1 (Figure 2c) for DBA detection was observed on the surface patterned by HSA from the 0.1 g L −1 HSA (~1.5 µM) solution. We did not test higher HSA concentration since we could expect formation of unwanted multilayers of HSA and this is why we considered 0.1 g L −1 HSA solution as the optimal one. 
Characterization of the Surfaces
Electrochemical Characterization of the Surfaces
The GSPE and modified GSPE electrodes were characterized using cyclic voltammetry ( Figure  3 ). The results indicate that at a scan rate of 0.1 V s −1 , GSPE exhibits ΔE = (0.176 ± 0.033) V (Table S1) , a value which increases to ΔE = (0.187 ± 0.032) V upon electrochemical surface activation (Table S2 ). The results thus confirm deposition of negative functional groups on GSPE during its electrochemical oxidation. From such electrochemical investigation we calculated also electrochemical surface area as follows: (0.149 ± 0.009) cm 2 (roughness factor of 1.19) for GSPE and (0.171± 0.010) cm 2 (roughness factor of 1.36) for activated GSPE. Covalent immobilization of HSA resulted in slight decrease of ΔE 
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Electrochemical Characterization of the Surfaces
The GSPE and modified GSPE electrodes were characterized using cyclic voltammetry ( Figure 3 ). The results indicate that at a scan rate of 0.1 V s −1 , GSPE exhibits ∆E = (0.176 ± 0.033) V (Table S1) , a value which increases to ∆E = (0.187 ± 0.032) V upon electrochemical surface activation (Table S2 ). The results thus confirm deposition of negative functional groups on GSPE during its electrochemical oxidation. From such electrochemical investigation we calculated also electrochemical surface area as follows: (0.149 ± 0.009) cm 2 (roughness factor of 1.19) for GSPE and (0.171± 0.010) cm 2 (roughness factor of 1.36) for activated GSPE. Covalent immobilization of HSA resulted in slight decrease of ∆E to a value of (0.177 ± 0.047) V (Table S3 ), a value, which then decreased to (0.156 ± 0.021) V after covalent attachment of the Tn antigen (Table S4) . to a value of (0.177 ± 0.047) V (Table S3 ), a value, which then decreased to (0.156 ± 0.021) V after covalent attachment of the Tn antigen (Table S4 ). 
Raman Spectroscopy
Only two interfaces were characterized using Raman spectroscopy -GSPE before and after activation (Figure 4 ). The positions of the peaks at ~1350 cm −1 (D peak), ~1580 cm −1 (G peak) and ~2720 cm −1 (2D peak) are consistent with the literature [36, 37] describing graphene-based screen-printed electrodes and peak at ~2450 cm −1 can be attributed to D+D´´ peak [38] . The position of the G peak at ~1580 cm −1 indicates the presence of multi-layered graphene or graphite [37] . The same conclusion can be judged from position of 2D peak at ~2720 cm −1 , but small shoulder at ~2685 cm −1 indicated presence of two-layered or three-layered graphene flakes [39] . Presence of few-layered graphene flakes can be confirmed by low D/G value of 0.0495 (before activation) and 0.0944 (after activation) [40] . A positive shift of 2D peak from 2716 cm −1 (before activation) towards 2719 cm −1 (after activation) and a positive shift of G peak after activation (1580 cm −1 → 1581 cm −1 ) indicates that the sample after activation is more oxidized [41] . Also an increase of D/G ratio from 0.043 ± 0.010 to 0.080 ± 0.015 after activation indicates presence of oxidized species indicating presence of defects [32] . All data obtained from Raman spectroscopy are summarized in Table S5 . 
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Only two interfaces were characterized using Raman spectroscopy -GSPE before and after activation (Figure 4 ). The positions of the peaks at ~1350 cm −1 (D peak), ~1580 cm −1 (G peak) and ~2720 cm −1 (2D peak) are consistent with the literature [36, 37] describing graphene-based screen-printed electrodes and peak at ~2450 cm −1 can be attributed to D+D´´ peak [38] . The position of the G peak at ~1580 cm −1 indicates the presence of multi-layered graphene or graphite [37] . The same conclusion can be judged from position of 2D peak at ~2720 cm −1 , but small shoulder at ~2685 cm −1 indicated presence of two-layered or three-layered graphene flakes [39] . Presence of few-layered graphene flakes can be confirmed by low D/G value of 0.0495 (before activation) and 0.0944 (after activation) [40] . A positive shift of 2D peak from 2716 cm −1 (before activation) towards 2719 cm −1 (after activation) and a positive shift of G peak after activation (1580 cm −1 → 1581 cm −1 ) indicates that the sample after activation is more oxidized [41] . Also an increase of D/G ratio from 0.043 ± 0.010 to 0.080 ± 0.015 after activation indicates presence of oxidized species indicating presence of defects [32] . All data obtained from Raman spectroscopy are summarized in Table S5 . CCG-chemically converted graphene using hydrazine, DPV-differential pulse voltammetry, FET -field-effect transistor, LOD-limit of detection, SPE-screen-printed electrodes.
Contact Angle Measurements
The step-by-step built-up of the glycan biosensor can be monitored by changes in the contact angle measurements. Such analysis really confirmed that the highest contact angle was observed on GSPE (89.4 ± 7.1) • , and by subsequent surface patterning contact angle decreased to (79.0 ± 1.0) • (after anodic activation), (54.1 ± 4.1) • (after HSA immobilization) and finally reached the value of (48.3 ± 1.0) • for the surface with Tn antigen immobilized to it ( Figure 5 ). Such assays confirmed the successful built-up of the biosensor interface. An increase of hydrophilicity of the graphene electrode by electrochemical oxidation is obvious due to delivery of oxygen containing groups. Upon incubation of the modified electrode with HSA further increase in hydrophilicity observed can be explained by delivery of high density of amino acids having a diverse range of functional groups and charges. Final incubation with Tn antigen further increases hydrophilicity of the surface by delivering high density of hydrophilic -OH groups. 
The step-by-step built-up of the glycan biosensor can be monitored by changes in the contact angle measurements. Such analysis really confirmed that the highest contact angle was observed on GSPE (89.4 ± 7.1)°, and by subsequent surface patterning contact angle decreased to (79.0 ± 1.0)° (after anodic activation), (54.1 ± 4.1)° (after HSA immobilization) and finally reached the value of (48.3 ± 1.0)° for the surface with Tn antigen immobilized to it ( Figure 5 ). Such assays confirmed the successful built-up of the biosensor interface. An increase of hydrophilicity of the graphene electrode by electrochemical oxidation is obvious due to delivery of oxygen containing groups. Upon incubation of the modified electrode with HSA further increase in hydrophilicity observed can be explained by delivery of high density of amino acids having a diverse range of functional groups and charges. Final incubation with Tn antigen further increases hydrophilicity of the surface by delivering high density of hydrophilic -OH groups. 
Scanning Electron Microscopy (SEM)
SEM analysis confirmed presence of graphene flakes of different sizes re-stacked on the surface of GSPE (Figure 6a,b) . SEM images revealed that the morphology of the interface after bioconjugation did not change (Figure 6c,d) . More SEM images can be found in ESM file (Figures S2 and S3 ). 
SEM analysis confirmed presence of graphene flakes of different sizes re-stacked on the surface of GSPE (Figure 6a,b) . SEM images revealed that the morphology of the interface after bioconjugation did not change (Figure 6c,d) . More SEM images can be found in ESM file ( Figures S2 and S3 ). 
EDX Measurements
EDX is able to provide information about the composition of quite thick interfacial layer (1-2 µm). The results obtained by this method suggest that a slight increase of carbon content was observed upon anodic activation of graphene SPE i.e., from a value of (88.1 ± 2.3)% to a value of (92.8 ± 1.7)%. At the same time, the oxygen content decreased from a value of (9.5 ± 1.2)% to a value of (6.7 ± 1.6)%. After HSA attachment, a significant N content was present on the surface i.e., (17.5 ± 0.7)% due to deposition of amino acids. After Tn antigen immobilization the N content slightly dropped with a mild increase of O content (see Table S6 in the ESM file). Thus we can conclude successful immobilization of both HSA and Tn antigen on the electrode surface.
Secondary Ion Mass Spectrometry (SIMS) Measurements
SIMS experiments confirmed successful immobilization of HSA molecules as a nanoscaffold on activated GPSE ( Figure S4 vs. Figure S5 ). While SIMS spectra on activated GPSE with immobilized HSA confirm presence of several types of ion fragments containing N element (i.e., CH4N + , C2H6N + , C3H8N + , C5H10N + , C11H24N + , etc.) in a positive polarity ( Figure S5 ), on activated GPSE such ion fragments were not identified ( Figure S4 ). This indicated successful modification of activated GPSE by HSA molecules.
Atomic Force Microscopy (AFM) Measurements
AFM experiments were run on activated GPSE electrode without any HSA immobilized and on the activated GPSE with HSA covalently attached on the activated GPSE. The results showed that on the interface with HSA immobilized there are present features having height of ~5.5 nm ( Figure S6) , what is in an excellent agreement with expected size of the HSA molecule. Therefore, HSA molecules were successfully attached on the interface.
The Glycan Biosensor
Finally, after optimization of the interfacial layer designs and its characterization, the glycan 
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Secondary Ion Mass Spectrometry (SIMS) Measurements
SIMS experiments confirmed successful immobilization of HSA molecules as a nanoscaffold on activated GPSE ( Figure S4 vs. Figure S5 ). While SIMS spectra on activated GPSE with immobilized HSA confirm presence of several types of ion fragments containing N element (i.e., CH 4 N + , C 2 H 6 N + , C 3 H 8 N + , C 5 H 10 N + , C 11 H 24 N + , etc.) in a positive polarity ( Figure S5 ), on activated GPSE such ion fragments were not identified ( Figure S4 ). This indicated successful modification of activated GPSE by HSA molecules.
Atomic Force Microscopy (AFM) Measurements
AFM experiments were run on activated GPSE electrode without any HSA immobilized and on the activated GPSE with HSA covalently attached on the activated GPSE. The results showed that on the interface with HSA immobilized there are present features having height of~5.5 nm ( Figure S6) , what is in an excellent agreement with expected size of the HSA molecule. Therefore, HSA molecules were successfully attached on the interface. 
The Glycan Biosensor
Finally, after optimization of the interfacial layer designs and its characterization, the glycan biosensor was constructed with the Tn antigen immobilized on a HSA-modified GSPE. The results indicated a negligible interaction for a negative control (Con A), significantly higher sensitivity of -(2.82 ± 0.34) % M −1 for a positive control (DBA, R 2 = 0.918) and a high sensitivity of −(1.37 ± 0.14) % M −1 for the analyte (2C4, R 2 = 0.940) (Figure 7) . The results indicate that average non-specific binding is approximately 3.3% of the specific response towards DBA lectin and only 6.9% of the specific response towards the 2C4 analyte. The results obtained here are consistent with our previous report that DBA lectin is 1.3-fold better binder than 2C4 antibody towards Tn antigen immobilized on HSA on gold [35] , but in case of immobilization of Tn antigen on HSA attached to GSPE, the sensitivity ratio DBA:2C4 is much higher i.e., 2.1-fold. Specific binding of 2C4 towards the Tn antigen was confirmed in the SPR study (Figure 8 ), while when using PNA (Peanut agglutinin) lectin as a control no binding was observed. PNA was in the SPR experiment applied as a control, since Con A would interfere with the dextran matrix of the CM5 SPR chip. Reproducibility of the glycan biosensor preparation is satisfactory within 10-12%. Detection limit for analysis of DBA and 2C4 is in low aM level (Table 1) . is approximately 3.3% of the specific response towards DBA lectin and only 6.9% of the specific response towards the 2C4 analyte. The results obtained here are consistent with our previous report that DBA lectin is 1.3-fold better binder than 2C4 antibody towards Tn antigen immobilized on HSA on gold [35] , but in case of immobilization of Tn antigen on HSA attached to GSPE, the sensitivity ratio DBA:2C4 is much higher i.e., 2.1-fold. Specific binding of 2C4 towards the Tn antigen was confirmed in the SPR study (Figure 8 ), while when using PNA (Peanut agglutinin) lectin as a control no binding was observed. PNA was in the SPR experiment applied as a control, since Con A would interfere with the dextran matrix of the CM5 SPR chip. Reproducibility of the glycan biosensor preparation is satisfactory within 10-12%. Detection limit for analysis of DBA and 2C4 is in low aM level ( Table 1 ). Recently we summarized the applications of graphene-based electrochemical glycan biosensor for detection of a wide range of analytes including proteins, lectins, intact viruses and human liver cancer cells [22] . Some of these devices were built on graphene patterned interfaces using either field-effect transistor based biosensing [42] or a transducing scheme involving immobilized glycans with a built in redox moiety [43, 44] . Such graphene-based glycan devices could detect analytes down to nM level, what means that our electrochemical glycan biosensor based on Tn antigen immobilized on HSA layer attached to graphene SPE is few orders of magnitude more sensitive compared to these devices [42] [43] [44] (Table 1 ). This suggests that quite high limit of detection obtained using devices previously published [42] [43] [44] is a result of detection platform applied rather than the attribute of graphene modified interface. and an analyte (a tumor associated antibody 2C4). DPV was measured in an electrolyte containing 5 mM potassium hexacyanoferrate (II) trihydrate and 0.01 M PBS, pH 7.4. The parameters applied for the differential pulse voltammetry were as follows: 60 s accumulation time at 0.2 V, 50 ms modulation time, 0.5 s interval time, 25 mV modulation amplitude, and 5 mV step. Linear regression fit for DBA: ΔI = (−55.6 ± 4.8) + (−2.82 ± 0.34)×c, R 2 = 0.918 and for the 2C4 antibody ΔI = (−28.3 ± 2.0) + (−1.37 ± 0.14)×c, R 2 = 0.940. The plot for Con A could not be linearly fitted. 
Conclusions
In this study we show that careful design of an interfacial layer on GSPE leads to the development of an ultrasensitive glycan biosensor able to detect its analyte -a tumor-associated antibody-down to low aM level. At the same time the glycan biosensor is able to selectively detect its analyte with only a minute response after addition of a control protein (Con A). Reproducibility of the biosensor preparation is satisfactory, within 10-12%. When compared with other electrochemical glycan based biosensors, our device is much more sensitive in terms of limit of detection achieved [42] [43] [44] . There is still a need to investigate robustness of the label-free assay system in an array format of analysis and to compare it with other commercially available label-free systems such as surface-plasmon resonance-based ones.
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The following data are available online at http://www.mdpi.com/1424-8220/19/24/ 5409/s1, Figure S1 : Binding of DBA on the glycan biosensor at higher concentration of DBA, Figure S2 : SEM images of bare GSPE at different magnifications. Figure S3 : SEM images of activated graphene SPE at different magnifications, Table S1 : Basic electrochemical properties obtained using ferricyanide as a redox probe on GSPE., Table S2 : Basic electrochemical properties obtained using ferricyanide as a redox probe on activated GSPE., Table S3 : Basic electrochemical properties obtained using ferricyanide as a redox probe on activated GSPE with immobilized HSA., Table S4 : Basic electrochemical properties obtained using ferricyanide as a redox probe on activated GSPE with immobilized HSA., Table S5 : Characterization of plain GSPE before and after activation using Raman spectroscopy, Table S6 : EDX analysis of various interfaces. 
